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Introduction
Solid-state substrates have been used to facilitate surface enhanced Raman scattering (SERS) since the field's initial conception in 1974. 1, 2 Since then a wide variety of substrates have been found to enable SERS. 3 Although the noble metallic composition of substrates remains a constant, many different types of thin films for SERS have been fabricated including anisotropic metal nanoparticles, 4,5 metal films over nanospheres (MFON), 6, 7 particles grafted onto glass, 8, 9 porous noble metal films, [10] [11] [12] nanoparticle arrays, [13] [14] [15] [16] [17] and metallic fractals, 18, 19, 20 to name but a few, and other new fabrications are constantly being produced.
The methods used to manufacture substrates can often be split into the sub categories, random and engineered, 21, 22 with nanolithographic techniques being championed as one of the most effective methods of exercising fine control over the substrate's morphology. 23, 24 The major limitations of using lithographic techniques is the expense of substrate manufacture and the need for specialist instrument operators often making more accessible facile methods such as galvanic displacement is preferred. [36] [37] [38] Whilst SERS has become a huge area of interest 25 and has been successfully applied as a sensitive technique in both chemical and biomedical analysis, [26] [27] [28] its broader application depends on two factors, activity and reproducibility. 29 It is accepted within the field that the perceived lack of reproducibility of SERS signal severely limits its applications. 30, 31 Nowadays it has become common place to claim very large enhancement effects and low detection limits, including single molecule detection, whilst reproducibility assessment in the majority of cases is avoided. In a 2011
review by Fan and colleagues on the fabrication of substrates for SERS 32 the lack of standardization and precisely defined figures of merit within the field is highlighted as a major failing as to why the comparison between systems cannot be accurately implemented;
this is also a view echoed here in relation to the publication of reproducibility values and this in the authors' opinion needs to be addressed and reproducibility objectified. To provide effective comparisons it is essential that a unified protocol for the reproducibility assessment of substrates is adopted, resulting in the performance values quoted in articles being fair, unbiased and readily understood, providing researchers with a vital resource for the comparison of novel SERS substrates. Currently there is huge number of methods being used to assess reproducibility. Despite the fact that one can take many repeat measurements from SERS substrates with little expense in terms of cost or labour, the most worrying and paradoxical aspect is the diminishing small number of spectra which some groups deem to be acceptable in order to assess a surfaces performance fully. Needless to say bigger data sets contain much better statistical integrity when assessing a substrate. Another problem with the current methods is the number of analytes interrogated, common chemicals include R6G, crystal violet and benzenethiol; although all of these are may be perfectly acceptable, one analyte alone should be used if comparison values are to be calculated. In this work R6G is used to assess SERS reproducibility across three different substrates -two commercially available (Klarite and QSERS) and one synthesised in-house via galvanic displacement (SoC). 33 R6G
provides an ideal analyte for this type of analysis because when irradiated with visible light in the absence of a SERS active substrate it exhibits a huge amount of fluorescence, making it a good analyte for certifying SERS activity. This compound has also been readily characterised using SERS by many researchers and so can be consider a 'gold standard' analyte. In the present study we report an objective comparison of the three substrates using many univariate and multivariate methods and highlight the need for multiple statistical analyses in order to develop an accurate view of a substrate's performance.
Experimental Materials
In-House Substrate -Silver on Copper (SoC) Substrate Materials
Silver nitrate (99.9999%,) was purchased from Sigma Aldrich (Dorset, U.K.) and the copper foil (1mm thickness) was procured from a high street retailer (Fred Aldous Ltd., Manchester, U.K.). All solvents and chemicals were also obtained from Sigma Aldrich and used as supplied and were of analytical grade.
Commercial Substrates
Two commercial substrates were used in comparison to the SoC substrate. Klarite slides were supplied by Renishaw Diagnostics Limited (Glasgow, U.K.) and QSERS slides were provided by Nanova Inc. (Columbia, United States). Both substrates have been readily characterised using SEM, and are composed of a gold SERS active surface. Klarite consists of an array of carefully optimised inverted pyramids coated in a thin film of gold; the supplied active area is 4 mm x 4 mm. The recommended excitation wavelengths to drive plasmon excitation are either 633 nm or 785 nm and the analytes can be applied to the surface by drop casting, vapour deposition or immersion. The QSERS surface features a mixture of 15 nm and 60 nm gold nanoparticles distributed randomly across a silicon wafer. The dimensions of supplied active area are 5 mm x 5 mm. Although no information is given as to the best excitation wavelength it is assumed that either 633 nm or 785 nm would be ideal.
Methods

Synthesis of SoC substrate
Copper foil was cut into 2.5 cm x 7.5 cm strips and fixed to a standard microscope slide to generate a more rigid surface. The Cu surface was then cleaned with copious amounts of methanol followed by acetone. 10 L of 0.1 M AgNO3 aqueous solution was then spotted onto the surface and left to develop for 20 s explained previously. 33 Deposition of the nanoparticles was signified by the formation of a grey target on the copper foil. Post deposition, further surface cleaning was carried out using water to remove any residual silver nitrate reagent and copper nitrate product. The substrate was then dried using a warm (35) (36) (37) (38) (39) (40) °C) air supply. The deposition was carried out in the same manner at five different positions on the copper foil surface.
Surface Characterisation
The microstructures of all the solid-state substrates were examined using scanning electron microscopy (SEM). The analysis of the Klarite and QSERS substrates was carried out using a operating at a voltage of 3 kV.
Deposition of Rhodamine 6G
A 1x10 -4 M methanolic Rhodamine 6G (R6G) was dropcast onto each of the substrates in 10 L amounts which covered an area of approximately 0.8 cm 2 and allowed to air dry. The analyte was applied to five replicates of each substrate. Each sample was analysed within 1 h of being dried.
Instrument Setup
Raman Mapping
Raman mapping of the surfaces was carried out using a WITec Alpha 300R confocal Raman instrument (WITec GmbH, Ulm Germany) fitted with a piezo-driven XYZ scan stage. All samples were probed using a laser wavelength of 632.8 nm. The grating was 600 g mm -1 and coupled to a thermoelectrically cooled charge-coupled device. A spectral resolution of 2. 
Results and Discussion
Substrate Characterisation
In order to establish the reproducibility of SERS from SoC substrates we compared multiple batches of these silver thin films with commercially available substrates. Both Klarite and QSERS are readily available and are fabricated from gold rather than silver. This is because these gold thin films are inert compared to silver, which by contrast is readily oxidised and thus must be prepared immediately before use. We chose not to use galvanic displacement of gold on copper due to the fact that we have optimised the SoC substrate which has been synthesised in our labs and known to be very useful for the detection of R6G and illicit materials. 33, 35 The SEM images of the three SERS substrates are shown in Figure 1 . The SoC substrate ( Figure 1A ) appears to be composed of a number of different sized silver deposits which is consistent with our initial syntheses of these substrates, 33 whilst the Klarite surface ( Figure   1B ) which is constructed from inverted pyramids coated with gold appears highly uniform.
These pyramidal structures are ~1 µm in diameter. Increased magnification of the microstructures ( Figure 1C ) allows the rough gold coating to be seen. The QSERS substrate ( Figure 1D ) is constructed from gold nanoparticles of varying sizes which are estimated to be 15 nm and 60 nm as stated by the manufacturer.
Defining Common R6G Peaks
Five replicate SERS maps were generated on each of the three substrates (Klarite, QSERS
and SoC) and exported from instrument manufacturer's software using .DAT files and imported into Matlab (The MathWorks, Inc., Natick, Massachusetts, USA) version 2011a for analysis. Each map consisting of 6400 spectra (80×80 pixel, and each pixel contained 1024 data points (wavenumber shifts)) and were initially averaged to elucidate the common R6G peaks, which were present across all 15 data sets. A total of seven common peaks were selected and used for subsequent data analysis, The position of the peaks maxima were at 611 Table S4 . Although little to no variation in the position of these R6G peaks between the different substrates, if slight shifts were observed these were taken into account when applying analysis methods. The scaled mean spectra from each of the three surfaces Klarite, QSERS and SoC can be seen in Figure 2 ,
where the red areas in each of the plots highlight the seven common peaks.
Extraction of peaks
For each collection the seven common R6G peaks were extracted from all 6400 pixels from each of the 15 maps, to ensure fair assessment of reproducibility across the individual surface and across the five different batches of each of the three substrates.
In order to maintain objectivity the criteria defining the morphology of each peak was kept constant throughout all extractions. Each peak was assigned a maximum as identified earlier.
The peak minima however were defined as 3 data points to the left of the maxima corresponding to lower wavenumber shifts and 3 data points to the right corresponding to higher wavenumber shifts. For example the peak at 611 cm -1 would correspond to data point 151 therefore the identified minima are at 148 and 154 corresponding to wavenumbers of 602 cm -1 and 621 cm -1 respectively. Each peak covered an area of ~20 cm -1 . Table S4 shows the peaks maxima and minima, together with their corresponding wavenumbers.
To remove all background contributions the peaks were individually baseline corrected, making certain that the Y values (intensity) at the minima were equal to 0. The two main characteristics of a peak that were used for reproducibility assessment were area and intensity, little preference is shown for either of the two characteristics in Raman or SERS analysis, so to accommodate this data analysis was carried out using calculated values from both. Two methods -trapezoidal integration and sum integration -were used to estimate peak areas. The trapezoidal method (using the TRAPZ.M function in Matlab) calculates the definite integral of a peak by approximating the area contained beneath a curve using a trapezoid, whilst the sum approximation method (also within Matlab) totals the Y values contained within the defined area (i.e., the individual heights of the 7 data points within each peak). Peak intensity was calculated by extracting the Y value which corresponded to the peak maxima. The mean peak areas and intensities together with standard deviations and relative standard deviations calculateßd from each of the replicate substrates Klarite, QSERS
and SoC can be seen in Tables S1-S3 a-e. The results from the individual surfaces show that signal reproducibility is greatest on the QSERS substrate whose lowest mean area (both trapezoidal and sum) RSD across all peaks is calculated to be 33.0% whilst 47.6% is representative of the SoC substrate and 54.6% of the Klarite surface. The RSD of intensity however tells a slightly different story with the SoC substrate appearing the most reproducible with the lowest mean area RSD across all peaks being 53.0%, the second most reproducible thin film was the QSERS substrate (63.0%) with the Klarite surface being most irreproducible with a RSD of 72.8%. To analyse the repeatability of R6G signal between batches of the same substrate, the mean areas calculated using the trapezoidal methodology and intensities were used. The mean RSDs with respect to all peak RSDs calculated across the three substrates are shown in Table 1 . The substrate which demonstrates the best batch-tobatch reproducibility (repeatability) based on area is Klarite with an RSD of 13%. The SoC substrate shows the second best reproducibility with an RSD which is slightly higher of 13.5% and QSERS is the least reproducible (16.7%). When intensity is used rather than area represents. By contrast, a low MS implies a sequence with its major variations is in high frequency domain, which normally means noise. A common value of MS ≤ 0.75 was used on all data sets to ascertain the number of spectra generated on each surface directly relating to noise. The maps in Figure 3 are generated using the total peak area of the recombined peaks whilst the maps in Figures S1-S3 show the position of spectra with an MS ≤ or ≥ 0.75. Also present in the figures are plots showing the discrimination of the R6G spectra from the noise on the three surfaces.
Validation of the MS method was carried out manually by checking the spectra that appear on the MS = 0.75 boundary, this revealed that the discriminatory analysis was very accurate with the assigned noise (MS ≤ 0.75) having no assignable R6G peaks. It was also observed that the peak at 1647 cm -1 assignable to an aromatic C-C stretch was less prevalent in QSERS when compared to Klarite and SoC, the reasoning behind this is unclear but could possibly be due to the molecule residing in a different orientation in comparison to the other two substrates (although there is no direct evidence of this). The average number of non-R6G spectra and estimated surface coverage identified on the five replicates of the three surfaces is shown in Table 1 .
Klarite substrates were shown to have the largest number of non-R6G spectra (n=440) whilst the SoC substrate had the lowest (n=5). It should be noted however that whilst QSERS had on average only 338 spectra un-assignable to R6G the variation between the number of noise related spectra on each surface was much greater than Klarite or SoC with one surface having only 7 spectra identified as non-R6G whilst another had 828, this could also be due to the lack of control exercised over the substrates synthesis, as mentioned earlier.
Multivariate data analysis was also employed as an extension of univariate methods used to assess substrate reproducibility. Principal components analysis (PCA) was applied to each of the recombined peak datasets followed by the calculation of the data volume across the first 3
PCs (explained below). This was performed in order to assess the dataset distribution. An example PCA plot from the SoC substrate is shown in Figure S4 , the total explained variance for QSERS across PC1 and PC2 is very low showing that the spectra were not highly correlated. It is evident from the data analysis carried out that no one method accurately explains the reproducibility and repeatability of the substrates, therefore using a number of analysis techniques it is possible to build a much more accurate and importantly objective view of a surfaces performance. A traffic light based summary of the results can be seen in Table 2, here each of the analysis methods are listed and the RSDs relating to each substrate are displayed. The highest RSDs calculated for each method are highlighted in red, whilst intermediate and low RSDs are displayed in yellow and green respectively. To add weighting to the colour system, red highlighted RSDs were given a score of 2, yellow 1 and green 0, therefore the lowest total for the colour system represents the most reproducible substrate by comparison. This summary (Table 2) revealed that the SoC substrate produced by far the most reproducible R6G signal overall when compared to Klarite and QSERS.
One other important aspect of this work was to ascertain the minimum number of spectra needed give a robust and fair analysis of a substrate's performance. Often in published articles the number of spectra taken to derive a substrates performance is too few, resulting in the quotation of misleading (often optimistically low) RSDs. In all the analysis shown here the RSDs were calculated across all 6400 spectra generated on each replicate surface resulting 32000 spectra being collected for each substrate set (Klarite, QSERS and SoC).
These data sets are exceptionally large and not all groups have the capabilities to collect as many spectra, therefore a smaller number of spectra are needed without the loss of statistical integrity. Initially 20 random spectra were selected from the substrate and the RSD of peak area of the seven common peaks was calculated. This approach was repeated using boot strapping without replacement (1000 iterations) to carry out the random reselection approach.
The overall RSD was then estimated for each of the 1000 RSDs of peak area to show the variation in the relative standard deviation as a result of the number of spectra evaluated. The number of random spectra selected was then increased in 20 spectra steps up to 6400 spectra where the RSD converged at 0. The average number of spectra (across all samples) needed to be collected to achieve RSDs on the full RSD (from all spectra in the maps) less than 20% 15%, 10% and 5% was calculated (Table 3) . By carrying out these calculations it can be seen a minimum of 180 spectra is needed to estimate the performance of the substrates with less than 20% expected variation, whilst less than 5% variation necessitates 2040 spectra to be analysed. Clearly experiments showing SERS optimisation should not report 10s of spectra in the analysis as is currently commonly used as reproducibility tests on so few spectra will not be statistically valid.
Conclusion
It has been demonstrated that the SoC substrate synthesised in-house has much better reproducibility overall than two readily available commercial substrates. We have shown that whilst galvanic displacement may not be able to produce uniform morphologies like lithographically produced substrates their reproducibility can be much better. Also, the ability to synthesise the SoC substrate in-house means that SERS can be facilitated at low cost by non-specialist groups, making the technique much more accessible. We have also successfully verified that using only one method of data analysis is insufficient to elucidate a substrate's performance. Here seven different methods have been used to compare the reproducibility of the substrates. Finally, through the collection of large datasets on multiple batches of each substrate replicate it was also possible to generate a guide for other groups as to the acceptable number spectra to collect, to maintain statistical integrity; clearly papers assessing a surface's performance for SERS should measure 100s of spectra rather than the 10s reported in the literature.
Overall, a simple, generalised protocol for the analysis and comparison of SERS substrates has been developed, using R6G as a probe analyte. We recommend that others perform such analyses on their thin films for SERS when reporting reproducibility and that these should be collected from a minimum of 180 spectra, collected randomly from across the surface.
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